The role of carbon fibre as a flexor tendon substitute.
Experiments have been carried out on Rhesus monkeys to determine the effectiveness of carbon fibre as a flexor tendon substitute. Though the strength, flexibility and capacity to induce a neotendon make carbon fibre an ideal flexor tendon substitute, induction of fibrosis and accompanying increase in bulk of the implant resulted in failure.